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Ceiling Plan
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Functional Diagram

1.17.04 B
Dental X—ray Suite
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Composite Plan
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Matrix Data

1.17.04 A
Dental X—ray Suite

ARCHITECTURAL/ACOUSTICS

EQUIPMENT PROGRAM

Square Foot Areq Net - Dental X—Ray — B85 J.S.N. Log
Dental X—Ray — 85 Code Nomenclature Qty Cat
Dark Room — 60
Control — 60 C10G0 Cabinat, U/C, Base ] A
Finishes — Walls - GW (2) GW (3) GW (4) GW £BOz20 Cabinet, Wall Hung 1 A
— Basa - R ()R (3)CT (4)R €0200 Cabinet, U/C, Base 1 A
— Floor - VCT(2) VCT(3) CT (4) VCT ¢O2D0 Cabinet, U/C, Base 3 A
— Ceiling — (1) ACT(2} AGT(3} ACT(4) ACT  CQ2Q0  Cabinet, U/C, Sink 3 A
Ceiling Ht - (1) 8-0" (2)8-0" CS140  Sink, SS, Counter 3 A
8-0 4) 8 -0 CTO30 Counter Top — P.L. 3 A
Door Size & Type - Dark Room Door 4-j 36A M3620 Dispanser, Paper Towsl 3 A
Hardware Set - H22 4) HO3 M5300 Mirror 14x20 2 A
Ambient Noise Level - NC 35-40Q (72) NC 35-40 M53960 Coat Hook 2 A
NC 35-40 (4) NC 35-40  p2050 Eyewash, Hand Desk 1 A
Speech Frivacy Level - Normal 2) Nermal X3150 Rack, Apron & Glove ya A
Normal 4) Normal X3830 lluminator, X—ray Film 1 A
X6650 Safe Light 1 A
Architectural Notes - (11)5 17 2)617 (3) 19 X7700 Fiim Processor 1 A
ref pp 5— D3300 Chair, Dental, X—ray 1 ]
ELECTRICAL F2000 Waste Receptacle, Off 2 c
X8350 Frocessor Dental Film 1 E
Ambiant llum (FC) - (1) 10 §2% 10 gSg 20 $4-} 10 X6450 X—ray Unit, Dantal—15 1 F
Task llum (FC) - (1) — (2) — (3) - (4) - X6500 X—ray Unit, Dantal—Pano 1 F
Luminare Type - (1) |
2) Bl
3) ¢
4) Bl
Switehing - (1) Std
2) Std
3) Std
4) Std
Electrical Notes - 6f 20-23
MECHANICAL retee
Total Air Changes -(1) & 2) 6 (3) 10 (4) 6
Outside Air Changes — (1) 1.5 (2) 1.5(3) 2 4) 1.5
Room PressureS% — (1) +10(2) +10{3) —1{4) +10
Temperature (F — (1) Sum h 68&
Sum 75 Win 68
3) Sum 75 Win 63
4) Sum 75 Win 68
Relative Hum(%) - (1) 30-60
2) 30-60
3) 30-60
4) 30-60
Exhaust Air — (1) No {2) No {(3) Yas{(4) Ne
Return Alr — (1) Yes {2) Yes{(3) No (4) Yes
Filtration(%) - (1) 25,00 2) 25,0.0
3) 25,0,0 4y 25,0,0
Mechanical Notes -
MECHANICAL PIFING COMMUNICATION FPROGRAM
Cold Water — Yes Commo Lo
Hot Water — Yes Code Nomenclature Qty Ca
Treated Water — No
Chilled Water — Neo PAOQV Volume Contral 1 A
quteéVent - Yes PAOMO Ceiling Speaker—Music Only 2 A
Floor Drain — No TLCOW Wall Outlet—54" AFF 2 A
Steam — No TSCOD Wall Outlet—18" AFF 1 A
Condensate — No
Piping Notes -
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