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NOTES
1. THIS ROOM IS NOT FOR TEACHING FACILITIES.
KEY NOTES
1. ALL CABINETS SHALL BE STAINLESS STEEL.
2. L5218, AUTOPSY SCALE, MAY BE LOCATED OUTSIDE THIS ROOM.
3. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED,
FOLD DOWN COMPUTER.
4. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'—6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.
5. FLUSH RIM FLOOR SINK WITH TRAP PRIMER AND HINGED COVER.
LAB, AUTOPSY ROOM (LBAR1) 5.03.01
PATHOLOGY 0 1000 2000

FLOOR/EQUIPMENT PLAN 27.87 NSM (300 NSF) m
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NOTES
1. THIS ROOM IS NOT FOR TEACHING FACILITIES.

LAB, AUTOPSY ROOM (LBAR1) 5.03.01
PATHOLOGY 0 1000 2000

CEILING PLAN m
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NOTES

1.

SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.

KEY NOTES

1.

2.
3.

COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED,
FOLD DOWN COMPUTER.

MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.
MOUNT 1-A5145 AT 1372 [4'-6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

VACUUM SLIDE.
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PATHOLOGY 0 1000 2000

ELEVATIONS m

DATE: 01/28,/2002 1:50 SCALE (MILLIMETERS)




AB106 A5160
Folaseg0=—
kel == i

Q-8
P6980
EAST
CE090
o 7/ N
S
asoso = [Tl ,
mM Ll
oc 1 o o —
s s
— - |
2 \_I — == E'-_‘
P pe N i =
o = 5
C0037  C04P0  CO4KO
CT050(9)  CS150
NORTH
NOTES
1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.
KEY NOTES
1. ALL CABINETS SHALL BE STAINLESS STEEL.
2. END PANEL.
LAB, AUTOPSY ROOM (LBAR1) 5.03.01
PATHOLOGY 0 1000 2000
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Medical Equipment Room Guide Plates

b
5.03 Pathology

Plate Number 5.03.01
Room Name LAB, AUTOPSY ROOM
SEPS # LBAR1

Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
A5075 Dispenser, Soap, Disposable 1 C C C .
A5080 Dispenser, Paper Towel, SS, Surface Mounted 2 A A A J
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser 1 C A C .
A5145 Hook, Garment, Double, SS, Surface Mounted 1 A A A J
A5160 Shelf, 8" Depth, SS, Surface Mounted 1 A A A J
C0037 Rail, Apron, 4x36x1 1 A A A
C04K0  Cabinet, U/C/B, 1 Shelf, 6 Half DR, 1 DO, 36x36x22 1 A A A
C04P0  Cabinet, Sink, U/C/B, 2 Door, 36x36x22 1 A A A .
CE090  Cabinet, W/H, 2 SH, 2 GDO, Sloping Top, 41x36x16 1 A A A . J
CS150  Sink, SS, Single Compartment, 10x19x16 ID 1 A A A D
CT050 Countertop, Stainless Steel 9 A A A
F0340 Stool, Self Adjusting 1 C C C
F0355 Footstool, Straight 1 c C C
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 2 C C C
F2460 Dictation Unit, Standalone 1 C o] C A .
F3050 Whiteboard, Dry Erase, 36 x 48 1 A A A J
F3200 Clock, Battery, 12" Diameter 1 C C C
L5218 Scale, Autopsy 1 C C C .
L9711 Table, Autopsy, Standard 1 A A A D A
L9720 Station, Pathology, Gross 1 A A A D F .
MO750  Flowmeter, Air, Connect w/50 PSI Supply 1 C C c K
M0765  Regulator, Vacuum 1 C C C . B
M1802  Wall Mounted, Fold Down Computer 1 C C C A J
M2070 Shelving, Storage, 77hx36wx18d 1 C C C
M3072 Frame, Infectious Waste Bag w/Lid 2 C C C .
M7475  Light, Surgical, Ceiling Mounted, Single, Large 1 A A A F J
M8810  Stand, Mayo 1 C C C .
P6980 Sink, Scrub, S8, 1-3 Bay, With Knee Valve 1 A A A D B
X3990 llluminator, Film, 4 Panels, Wall Mounted 1 C C C A
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