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NOTES
1. AN EQ854, EMERGENCY CART, AND A M7660, DEFIBRILLATOR, SHALL BE IN THE VICINITY
OF THE VENIPUNCTURE LAB.

KEY NOTES
1. MOUNT A5145, HOOK, AT 1372 [4'-8"] AFF.
2. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER/INSTALLER.
3. DIMENSIONS MAY VARY DEPENDING UPON STAFFING AND NUMBER OF PATIENT CHAIRS REQUIRED.
4. COORDINATE LOCATIONS OF ELECTRICAL AND DATA QUTLETS WITH M1802, WALL MOUNTED,
FOLD DOWN COMPUTER.
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NOTES
1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.
KEY NOTES
1. MOUNT AS5145, HOOK, AT 1372 [4'=6"] AFF.
2. LENGTH OF E1500, WALL MOUNTED RAIL, TO BE DETERMINED BY MANUFACTURER /INSTALLER.
3. COORDINATE LOCATIONS OF ELECTRICAL AND DATA OUTLETS WITH M1802, WALL MOUNTED,
FOLD DOWN COMPUTER.
4. VACUUM SLIDE.
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Medical Equipment Room Guide Plates

5.03 Pathology

Plate Number 5.03.03
Room Name LAB, VENIPUNCTURE
SEPS # LBVP1

Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
A1066 Mirror, Float Glass, With SS Frame, 36X18 1 A A A J
A5075 Dispenser, Soap, Disposable 1 C C C .
A5080 Dispenser, Paper Towel, SS, Surface Mounted 1 A A A J
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser 4 C A Cc .
A5145 Hook, Garment, Double, SS, Surface Mounted 1 A A A J
A5180 Track, Cubicle, Surface Mounted, With Curtain 3 A A A J
CO3P0  Cabinet, Sink, U/C/B, 2 Door, 36x30x22 1 A A A
CO04EQ  Cabinet, U/C/B, 1 Shelf, 1 Drawer, 2 DO, 36x36x22 1 A A A .
CE040  Cabinet, W/H, 2 SH, 2 GDO, Sloping Top, 38x36x13 1 A A A . J
CS090 Sink, SS, Single Compartment, 7.5x19x16 ID 1 A A A D
CT030  Countertop, High Pressure Laminate 6 A A A
E0912 Locker, Supply, Med Surg, Wall Mid, 23"W x 20"D 2 C c c .
E1500 Rail, MOD, W/MNTD, HX144XD 1 Cc C Cc J
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 4 C C c
F3200 Clock, Battery, 12" Diameter 1 C C C .
L8520 Shaker, Rotating, 12 Standard Tubes 1 C C C A .
M0755  Flowmeter, Oxygen, Low Flow 3 C C C A
M0765  Regulator, Vacuum 3 C ] Cc B
M1400  Chair, Blood Donor, Recliner, Manual or Pneumatic 1 C C c
M1410  Chair, Laboratory, Blood Drawing, w/Storage 1 C C C
M1411 Phlebotomy arm, wheelchair accessible 1 C C C . .
M1802  Wall Mounted, Fold Down Computer 1 C C C A J
M3072 Frame, Infectious Waste Bag w/Lid 3 C C C .
P1965 Eyewash Station, Eye/Face, Sink Mounted 1 A A A A
P2450 Valve, Mixing, Thermostatic 1 A A A A
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