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Reflected Ceiling Plan
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Functional Diagram 2.01.01 B
IV Additive Room
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Composite Plan
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Matrix Data

2.01.01 A
IV Additive Room

ARCHITECTURAL/ACOUSTICS

EQUIPMENT PROGRAM

Square Foot Areq Net - 150 J.S.N. Log
Finishes — Walls - GW Code Nomenclature Qty Cat
— Base - R
— Floor — VCT C0045 Drawer Unit, Doublea — 36" L ] A
— Celling - ACT €Q7co Cabinet, U/C. Base 1 A
Ceill‘ngS Ht - 8-0 ¢O700 Cabinet, U/C, Base 1 A
Door Siza & Type — 4BA CO8P0O Cabinet, U/C, Sink 1 A
Hardware Set — HO3 ¢S150 Sink, SS, Counter 1 A
Amblent Nolse Level — NC 35-40 CT030 Counter Top — P.L. 1 A
Speech Privacy Level — Normal FO300 Chair, Rotary w{o Arms 2 C
L2280 Hood, Laminar Flow, Floor 1 ]
M&800 Shelving, Storage 1 C
Re0BO Refrigerator, Dual Temp 1 C
Architectural Notes -
ELECTRICAL
Ambiant lllum (FC) - 50
Task llum (FC) — 100
Luminare Type - O
Switching — Std
Electrical Netes -
MECHANICAL
Total Air Changes -4
Outside Air Changes —1
Room Pressure(Z -0
Temperature (F — Sum 78 Win 68
Relative Hum(?% — 30—60
Exhaust Air - No
Return Alr — Yes
Filtration(%) — 25,0,0
Mechanical Notes -
MECHANICAL PIPING COMMUNICATION PROGRAM
Cold Water - Yes Commao Log
Hot Water — Yes Code Nomenclature Qty  Cat
Treated Water — No
Chillad Water — No PAOMO Ceiling Speaker—Music Only 1 A
Waste /Vent — Yes PAQQV Volume Control 1 A
Floor Draln - No TLOOW Wall Qutlet—54" AFF 1 A
Steam — No TS00C Counter Outlet—8"~ Abowve 1 A
Condensate — No
Piping Notes -
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Matrix Data - 2.01.01 A2
IV Additive Room
COMMUNICATION PROGRAM
Commo Log
Code Nomenclature Qty Cat
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X 1 X
X 1 X
A
o &
Q)Q/
N
o L&
0% QQ%
YN
N '
S
/\q’ ~\~GJ
<</<</ &@
2\s
V«&Q@*
@\ﬁgg/
(VQ-
&

JULY 1988




	NMIR1 IV ADDITIVE ROOM
	FLOOR PLAN
	REFLECTED CEILING PLAN
	FUNCTIONAL DIAGRAM
	COMPOSITE PLAN
	MATRIX DATA


