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T T KEY NOTES

" o © 1. MOUNT A5145, HOOK, AT 1372 [4'-6"] AFF. PROVIDE 2-A5145'S FOR NAVY PROJECTS ONLY.

g S o 52 MOUNT 1-A5145 AT 1372 [4'-6"] AFF AND 1-A5145 AT 1524 [5'-0"] AFF.

LR 88 22 2 SEE ELEVATION OF A1115, INFANT SERVICE CONSOLE, FOR UTILITIES.

b-< NZ 3. PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION FOR P3200, H—
[a

ELECTRONIC LAVATORY.
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KEY NOTES
1. FIXTURE TO BE CONTROLLED FROM DIMMER SWITCH LOCATED IN BASSINET HEADWALL.
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TYPICAL ISLAND SINK
NOTES

1. SEE TYPICAL EQUIPMENT MOUNTING HEIGHTS BEGINNING ON SHEET 7.01.01.

KEY NOTES
1. PROVIDE EITHER BATTERY POWER OR HARD WIRED CONNECTION FOR P3200, ELECTRONIC LAVATORY.

2. MO760 UTILIZES 1 OX OUTLET AND 1 MCA OUTLET.
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TYPICAL BASSINET STATION
NOTES
1. ALL RECEPTACLES IN HEADWALL SHALL BE HOSPITAL GRADE.
KEY NOTES
1. MONITOR SHELF.
2. DRAWER.
3. COUNTER TOP.
4. MO0760 UTILIZES 1 OX QUTLET AND 1 MCA OUTLET.
5. VACUUM SLIDE.
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Medical Equipment Room Guide Plates

4.03 Nursery
Plate Number 4.03.02
Room Name NURSERY, LEVEL Ill (NICU)
SEPS # NYIC2

Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5
A1066 Mirror, Float Glass, With SS Frame, 36X18 3 A A A . J
A1115 Console, Service, Infant, Prefabricated 3 A A A F G
A5075 Dispenser, Soap, Disposable 3 C C C
A5080 Dispenser, Paper Towel, SS, Surface Mounted 4 A A A
A5106 Waste Disposal Unit, Sharps w/Glove Dispenser 7 C A c
A5145 Hook, Garment, Double, SS, Surface Mounted 1 A A A
A5181 Screen, Privacy, Freestanding 2 C C c
E0945 Cart, Computer, Mobile, 48"H x 54"W x 22"D 1 C C c
E0948 Cart, General Storage, Mobile, 42"H x 32"W x 22"D 2 C c C
E0954 Cart, Emergency, Mobile, 66"H x 52"W x 22"D 1 C C c
F0230 Chair, Drafting, Rotary 3 c cC C
F0270 Chair, Rocking, High Back 1 C C C
F2000 Basket, Wastepaper, Round, Metal, 18 H x 16 Dia. 7 C C C
F3200 Clock, Battery, 12" Diameter 2 C C C .
M0025  Audiometer, Diagnostic, Middle Ear, Impedance 2 Cc c C A
MO0031 Screening Device, Newborn Hearing 1 Cc C C A .
MO750 Flowmeter, Air, Connect w/50 PSI Supply 6 o] Cc C K
MQ755 Flowmeter, Oxygen, Low Flow 6 C C C A
MO760 Proportioner (Blender), Oxygen/Air 3 C C C F
MO765 Regulator, Vacuum 9 C C C . B
MO0805 Incubator, Infant, ICU, Mobile/Transport 2 C C C A
M0810 Incubator, Infant, ICU, Mobile 2 C C C A G
M0820 Warmer, Infant, Mobile 1 C C C A .
M0910  Ventilator, High Frequency, Infant 2 C C C A F
M0920  Ventilator, High Frequency, Transport 2 C C C . F
M1800  Computer, Microprocessing 1 C C C A
M3070  Hamper, Linen, Mobile, w/Lid 2 C C C
M3072 Frame, Infectious Waste Bag w/Lid 3 C C C .
M4010 Scale, Infant, 0-35 Pounds 1 C C C A
M4015  Scale, Infant, for Incubator 1 c C c A
M4200  Otoscope/Ophthalmoscope, Wall Mounted 3 c C C A
M4250 Pump, Syringe, Infusion 6 C C C A
M4255  Stand, IV, Adjustable 3 c c c .
M4266 Pump, Volumetric, Infusion, Multiple Line 6 C C C A
M7415 Light, Exam, Wall Mounted 3 A A A A
M7655 Defibrillator/Cardioscope, 5-Lead 1 C C C A
M7855 Monitor, Physiological, Infant. 3 C C Cc A
M7905 Oximeter, Pulse 3 C C C A
M7910  Thermometer, Electronic 3 C c Cc
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Medical Equipment Room Guide Plates

M8215 Light, Phototherapy, Mobile

M8217 Phototherapy Unit, Fiberoptic w/ Bili-Lite Pad,
P3200 Lavatory, Electronic

P6980 Sink, Scrub, S8, 1-3 Bay, With Knee Valve
R7250 Refrigerator/Freezer, 20 Cubic Feet

X3930 llluminator, Film, Double, Wall Mounted, 20x29x6
X4780 Radiographic Unit, Mobile, Battery, 100 mA
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