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KEY NOTES

1. ELECTRONICS FOR X6190, RAD/FLUORO UNIT.

2. STEP-DOWN TRANSFORMER FOR X6190, RAD/FLUORO UNIT.

3. WATER CHILLER FOR X6190, RAD/FLUORO UNIT. PROVIDED BY X6190 MANUFACTURER.

4. GENERATOR FOR X6190, RAD/FLUORO UNIT.

5. SYSTEM CABINET FOR X6190, RAD/FLUORO UNIT.

6. ELECTRONICS CABINET FOR X6190, RAD/FLUORO UNIT.

7. COMPUTER ROOM AIR CONDITIONING UNIT.

8. 305mm [12°] W x 64mm [2 1/2"] D FLOOR TRENCH DUCT. REFER TO 3.16.05 FOR CONTINUATION.

9. 254mm [10”] W x 89mm [3 1/2"] D WALL MOUNTED HORIZONTAL RACEWAY.

10. 482mm [19"(] W x 101.6mm [4"] D x 1700mm [67"] H WALL MOUNTED VERTICAL RACEWAY.
RACEWAY. (TYPICAL)

11, ELECTRICAL POWER PANEL.
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Medical Equipment Room Guide Plates

3.16 Cardiology/Pulmonary Services

Plate Number 3.16.05
Room Name XRAY, CARDIAC CATH EQUIPMENT ROOM
SEPS # XCCA1
Army Navy AF Utilities
JSN Nomenclature Qty Cat Cat Cat 1 2 3 4 5 6
X6190 Radiographic/Fluoro Unit, Cardiac, 100 kW, Digital 1 C C C . F

January 28, 2002
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